To investigate the influence of container structures and content solutions on the time of dispensing from eye dropper bottles. Methods: Eye dropper bottle models, solution models (filtrate water/surfactant solution) and a dispensing time measuring apparatus were prepared to measure the dispensing time. Results: With filtrate water and pressure thrust load of 0.3 MPa, the dispensing time significantly increased from 1.1 ± 0.5 seconds to 4.6 ± 1.1 seconds depending on the decrease of inner aperture diameters from 0.4 mm to 0.2 mm (P , 0.0001). When using the bottle models with inner aperture diameters of 0.4 mm or larger, the dispensing time became constant. The dispensing time using surfactant solution showed the same tendency as above. When pressure thrust load was large (0.07 MPa), the solution flew out continuously with inner aperture dia meters of 0.4 mm or larger and the dispensing time could not be measured. The inner aperture diameter most strongly explained the variation of the dispensing time in both the content solutions in the multiple linear regression analysis (filtrate water: 46%, R 2 = 0.462, surfactant solution: 56%, R 2 = 0.563). Conclusions: Among content solutions and container structures, the dispensing time was mostly influenced by the diameter of the inner aperture of bottles.
Introduction
Unlike internal medicines, ophthalmic solutions should be directly administered to the affected part (eyes) by patients themselves with controlling an eye dropper bottle. In long-term treatments with ophthalmic solutions for diseases such as glaucoma, "understanding of disease conditions" and "cost-effectiveness of an ophthalmic solution" might influence the patient adherence (ie, continuous treatment). Especially in the elderly, "operability of eye dropper bottles" influenced the instillation movements. 1, 2 In addition, to keep "cost-effectiveness of ophthalmic solutions", several factors such as the size and hardness of eye dropper bottles and the nozzle shape have been investigated. [3] [4] [5] [6] "The optimal drop size" is used as a measure in these studies. The optimal drop size directly reflects the container structures (eg, nozzle shape and internal air pressure of containers) [7] [8] [9] [10] and characteristics of fluid elements (eg, surface tension of ophthalmic solutions). Appropriateness of the optimal drop size is also related to cost-effectiveness. However, few investigators have focused on the dispensing time, which is the time from when users press an eye dropper bottle until when a drop enters into the eye, as a factor which may affect "the operability of eye dropper bottles".
If the dispensing time was not maintained constant by the eye dropper bottle, there was a high possibility of disturbing appropriate instillation of ophthalmic solutions to the eye surface (ie, operability); which would consequently influence the cost effectiveness. Therefore, we should investigate the factors of eye dropper bottles that were related to the dispensing time.
In this study, we prepared eye dropper bottle models and solution models, and newly developed a dispensing time measuring apparatus to investigate the influence of ophthalmic solutions and eye dropper containers on the dispensing time.
Materials and methods
Eye dropper bottle models and solution models were prepared. The eye dropper bottle models were made of polyethylene resins, and were cylindrical-shaped with a dent on their trunk. Wall thickness of the bottle was 0.7 mm, and bottle volume was 8 mL (Figure 1 ). Outer diameter of tip of the nozzle, which was a head of the eye dropper bottle, was standardized to be 3.1 mm (Figure 2 ). Concerning inner structure, the bottles had 6 different types of the shortest diameter of the aperture in the nozzle (diameter of inner aperture) (ie, 0.2 mm, 0.3 mm, 0.4 mm, 0.5 mm, 0.6 mm and 0.7 mm), and 3 different types of internal space volume of the nozzle (internal volume of the nozzle) ( The time from when users pressed an eye dropper bottle until when a drop entered into the eye was defined as the dispensing time. The digital force gauge to measure squeeze strength (FGC-5: Nidec-Shimpo Corporation, Kyoto, Japan), which was previously reported by us, 11 was modified to develop a dispensing time measuring apparatus (Unicon Co., Ltd., Ishikawa, Japan) ( Figure 3 ) for this study. The eye dropper bottle model filled with the test solution was placed in the inverted position to the apparatus. The midsection of the bottle trunk was pressed by a metal rod (10 mm in diameter) connected to an air cylinder, and a drop of solution was dribbled mechanically. The strength applied to the bottle could be changed by controlling the pressure to move the air cylinder (pressure thrust load). The metal rod of this apparatus was designed to push the container with a constant pressure. Namely, the speed to push the bottle changed depending on the degrees of resistance from the bottle. The digital force gauge, which was placed across the bottle from the air cylinder, detected the application of pressure and a timer counter was activated.
When the pressure in the bottle increased and a drop of solution was dribbled, an infrared ray sensor placed 40 mm below the tip of the bottle nozzle detected the drop and the 
Notes:
The eye dropper bottle models were made of polyethylene resins, and were cylindrical-shaped with a dent on their trunk. Wall thickness of the bottle was 0.7 mm, and bottle volume was 8 mL. 
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Influence of container structures and content solutions timer counter stopped. In the present study, the time from the start of pressure application until the passage of the solution through the infrared ray sensor was regarded as "the dispensing time". This apparatus was thought to experimentally recreate the dispensing time we defined. In experiments, three types of pressure thrust load (ie, 0.03 MPa, 0.05 MPa and 0.07 MPa) were applied. Using this apparatus, the dispensing time was measured 10 times for each experiment.
In statistical analysis, Tukey's honestly significant difference (HSD) test (Tukey's test) and step-wise multiple linear regression analysis were performed using SAS Version 9 (SAS Institute Inc., Cary, NC). P values of less than 0.05 were considered to be statistically significant.
Results
The dispensing time was measured using the eye dropper bottle models with 6 types of diameter of inner aperture (0.2 mm, 0.3 mm, 0.4 mm, 0.5 mm, 0.6 mm and 0.7 mm). Internal space volume of the nozzle of the bottle models was fixed to be 30 mm 3 , and fluid volume was 5 mL. The experiment was performed with three types of pressure thrust load (0.03 MPa, 0.05 MPa and 0.07 MPa) and 2 types of solution (filtrate water and surfactant solution) ( Figure 4 ).
When using filtrate water ( Figure 4 -A), the dispensing time at pressure thrust load of 0.03 MPa was 4.6 ± 1.1 seconds with inner aperture diameter of 0.2 mm, 2.1 ± 0.6 seconds with 0.3 mm, and 1.1 ± 0.5 seconds with 0.4 mm; which showed significant differences in the dispensing time among the inner aperture diameters (P , 0.0001 for 0.2 mm vs 0.3 mm, P , 0.0037 for 0.3 mm vs 0.4 mm). On the other hand, there were no remarkable differences in the dispensing time among the inner aperture diameters of 0.4 mm (1.1 ± 0.5 seconds), 0.5 mm (1.1 ± 0.2 seconds), 0.6 mm (1.1 ± 0.1 seconds) and 0.7 mm (1.0 ± 0.3 seconds) (P = 0.9999 -P = 1.0000). The dispensing time at pressure thrust load of 0.05 MPa showed the same tendency as above. There were significant differences in dispensing time among the inner aperture diameters of 0.2 mm (3.7 ± 1.1 seconds), 0.3 mm (1.8 ± 0.3 seconds) and 0.4 mm (0.8 ± 0.2 seconds) (P , 0.0001 for 0.2 mm vs 0.3 mm, P , 0.0032 for 0.3 mm vs 0.4 mm). However, all bottle models with inner aperture diameters of 0.5 mm or larger showed the dispensing time of approximately 0.7 seconds, and there were no remarkable differences among the diameters (P = 0.8549 -P = 0.9992). At pressure thrust load of 0.07 MPa, there was a significant difference in dispensing time between the inner aperture diameters of 0.2 mm (1.4 ± 0.3 seconds) and 0.3 mm (0.6 ± 0.1 seconds) (P , 0.0001). The dispensing time could not be measured in the bottle models with inner aperture diameters of 0.4 mm or larger, since the solution flew out continuously.
When using surfactant solution (Figure 4-B) , at pressure thrust load of 0.03 MPa, there was a significant difference in dispensing time between the inner aperture diameters of 0.2 mm (2.2 ± 0.3 seconds) and 0.3 mm (0.8 ± 0.1 seconds) (P , 0.0001). However, there was no remarkable difference in dispensing time between the diameters of 0.3 mm and 0.4 mm (0.8 ± 0.4 seconds) (P = 0.9997). There were no significant differences in dispensing time among the inner aperture diameters of 0.5 mm (0.7 ± 0.1 seconds), 0.6 mm (0.5 ± 0.3 seconds) and 0.7 mm (0.9 ± 0.4 seconds) (P = 0.0612 -P = 0.9693).
Subsequently, the dispensing time at pressure thrust load of 0.05 MPa was measured using the eye dropper bottle models with three types of internal space volume of the nozzle (7 mm   3   , 30 mm  3 and 55 mm   3 ) and three types of inner aperture diameter (0.2 mm, 0.5 mm and 0.7 mm) ( Figure 5 ). When the test solution was filtrate water (Figure 5-A) : P = 0.0003).
When surfactant solution was used ( Figure 5-B) and the inner aperture diameter was 0.2 mm, there were significant differences in the dispensing time among internal nozzle volumes of 7 mm 3 (0.7 ± 0.1 seconds), 30 mm 3 (1.5 ± 0.1 seconds) and 55 mm 3 (1.8 ± 0.3 seconds) (7 mm 3 vs 30 mm 3 : P , 0.0001, 30 mm 3 vs 55 mm 3 : P = 0.0020). The significant difference in the dispensing time was observed between internal nozzle volumes of 30 mm 3 (0.6 ± 0.2 seconds) and 55 mm 3 (0.8 ± 0.1 seconds) with inner aperture diameter of 0.5 mm (P = 0.0375), and between 30 mm 3 (0.4 ± 0.1 seconds) and 55 mm 3 (0.5 ± 0.1 seconds) with inner aperture diameter of 0.7 mm (P = 0.0021).
We investigated the influence of fluid volume on the dispensing time by using eye dropper bottle models with three types of inner aperture diameter (0.2 mm, 0.5 mm, and 0.7 mm) and three types of fluid volume (1 mL, 3 mL, and 5 mL). Internal space volume of the nozzle and pressure thrust load were fixed to be 30 mm 3 and 0.05 MPa, respectively ( Figure 6 ).
When the test solution was filtrate water (Figure 6 -A) and the inner aperture diameter was 0.2 mm, the dispensing time was 3.0 ± 0.7 seconds at the fluid volume of 1 mL, 3.0 ± 0.7 seconds at 3 mL and 3.7 ± 1.1 seconds at 5 mL: which showed no significant differences (P = 0.9834 for 1 mL vs 3 mL, P = 0.7606 for 3 mL vs 5 mL). With inner aperture diameters of 0.5 mm and 0.7 mm, the mean dispensing time remained within the range of 0.5-0.7 seconds even when fluid volume was changed, and no significant differences among fluid volumes were observed (P = 0.1195 -P = 1.0000). When surfactant solution was used (Figure 6 -B) and the inner aperture diameter was 0.2 mm, the dispensing time was significantly shortened depending on the fluid volume (2.4 ± 0.2 seconds at 1 mL, 1.8 ± 0.1 seconds at 3 mL, 1.5 ± 0.1 seconds at 5 mL; 1 mL vs 3 mL: P = 0.0064, 3 mL vs 5 mL: P = 0.0154). With inner aperture diameters of 0.5 mm and 0.7 mm, the mean dispensing time was 0.3-0.6 seconds, and no significant differences among fluid volumes were observed (P = 0.6325 -P = 0.9664).
Multiple linear regression analysis was performed regarding the dispensing time as a response variable, and inner aperture diameter, internal space volume of the nozzle, pressure thrust load and fluid volume as the explanatory variables ( Table 1 ). The inner aperture diameter most strongly explained the variation of the dispensing time in both filtrate water (46%, R 2 = 0.462) and surfactant solution (56%, R 2 = 0.563). Other variables could explain less than 10% of the variation. 
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Discussion
The dispensing time was mostly influenced by the inner aperture diameter (inner structure of nozzles) when it was measured by using eye dropper bottle models, solution models, and a newly developed dispensing time measuring apparatus. The time to put a drop of ophthalmic solution into the eye through the instillation movement was thought to be influenced by features of the eye dropper bottles and their contents, as well as the strength applied to the bottle by users. However, few investigators have studied about them. In this study, we prepared eye dropper bottle models and solution models, focused on the dispensing time, and investigated the factors that influence it. To minimize the effect of the drop size on the dispensing time, the shape and materials of the eye dropper bottle models and outer diameter of a nozzle were fixed. On the other hand, the bottle models were molded with six types of inner aperture diameter, and three types of internal nozzle volume.
In practical settings, the speed to push eye dropper bottles could be varied depending on the materials and thickness of bottles. We thought the pressure to push dropper bottles was greatly related to the instillation performance of ophthalmic solutions. Therefore, we designed the apparatus so that we could control the pressure to push bottles. In addition, we investigated the dispensing time with using the eye dropper bottle model whose material and thickness were constant.
Fluid elements differ depending on ophthalmic solutions. Therefore, we used the following two types of test solutions on measuring the dispensing time: filtrate water with high surface tension (72.8 mN/m) and surfactant solution with low surface tension (39.4 mN/m). The drop size of filtrate water measured according to a previous report was 42 mg and that of surfactant solution was 32 mg. 11 Furthermore, since content solution decreased when an ophthalmic solution was used, we prepared three different volumes of test solutions (5 mL, 3 mL, 1 mL) for this experiment. With the dispensing time measuring apparatus used in this study, three types of pressure thrust load (the pressure of air cylinder to push an eye dropper bottle model) could be used, and the distance between the tip of nozzle and the eye was virtually replicated. Therefore, we believed this apparatus reflected well the actual instillation movements.
With filtrate water, the dispensing time at pressure thrust load of 0.03 MPa significantly increased from Concerning the influence of internal volume of the nozzle, with filtrate water, the dispensing time using a small inner aperture diameter (0.2 mm) was lengthened as internal volume of the nozzle became larger (1.6 ± 0.4 seconds with internal volume of 7 mm 3 , 3.7 ± 1.1 seconds with 30 mm 3 , and 5.4 ± 1.1 seconds with 55 mm 3 ). However, the dispensing time showed smaller changes as the inner aperture diameter became larger (0.5 mm and 0.7 mm). The results with surfactant solution were same as above.
Ophthalmic solutions are instilled when air pressure inside of the bottle is increased by the strength to push the bottle. The amount of air inside of the bottle is relatively larger when the amount of solution is smaller. Therefore, the dispensing time was thought to be quicker when the amount of solution in the bottle was smaller. In this study, the dispensing time significantly decreased from 2.4 ± 0.2 seconds to 1.5 ± 0.1 seconds when the fluid volume increased from 1 mL to 5 mL (surfactant solution, the inner aperture diameter: 0.2 mm). However, with other inner aperture diameters, the dispensing time was not significantly different among fluid volumes. As a consequence, the inner aperture diameters influenced the dispensing time more than the fluid volumes.
Multiple regression analysis was performed to evaluate the size of effect of the each explanatory factor investigated in this study. When the dispensing time was regarded as a response variable, the factor that influenced the dispensing time most was the inner aperture diameter in both filtrate water and surfactant solution, and it was confirmed that its influence on the dispensing time was large.
Especially in the chronic treatment with ophthalmic solutions such as for glaucoma, improvement of operability of eye dropper bottles might influence the patient adherence. On the other hand, among the factors investigated in this study, fluid elements of the ophthalmic solution could not be easily changed because they were determined as a result of formulation optimization. The fluid volume and pressure thrust load were the factors depending on the users, and we could not directly control them. However, the inner aperture diameter could be controlled by devising the design of eye dropper bottles.
Our results in this report might provide a concrete idea to improve eye dropper bottles for better operability, which could influence the patient adherence to the ophthalmic treatments.
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